
Instruction Sheet

Mounting Specifications

Thermo Scientific Orion 2100 Series Analyzer 
Panel Mounting Kit, Cat. No. 2100SMK

Configuration 1, Front Attachment

All dimensions are in inches, with a tolerance of ± 0.01 inch.
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Mounting Instructions
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1. Cut an opening in the panel according to the specifications on the previous page.

2. Slide the gasket (item 2) onto the analyzer housing (item 1).

3. Slide the analyzer assembly and gasket into the opening on the panel, from the front.

4. Secure the analyzer to the panel with four #8 screws (item 3), four washers (item 4) 
and four nuts (item 5).
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